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Abstract— We have investigated the applied magnetic field, 

temperature, and self-field dependence of the critical current 

density of a Nb-Ti strand produced for ITER poloidal field 

conductor. Measurements were made on a standard ITER barrel 

in magnetic fields from 4.0 to 8.0 T and temperatures from 3.5 to 

6.0 K. We investigated the effect of self-field by changing the 

direction of the transport current, resulting in an inward or 

outward Lorentz force acting on the strand.  

At 4.2 K and 5 T, the difference in the measured JC between the 

two Lorentz force polarities was about 1%. From this low value, 

we conclude that self-field effects in the Nb-Ti strand are about 

40% of those expected using standard self-field calculations for 

fully transposed multifilamentary strands, consistent with 

theoretical considerations for annular filament transposition.   

    

Index Terms— Critical current, Finite element methods, Nb-Ti.  

I. INTRODUCTION 

HE conductors in the magnets of the ITER tokamak use 

Nb3Sn and Nb-Ti strands to produce the magnetic fields 

necessary to confine the plasma. To ensure uniform 

production quality, reference laboratories have measured the 

properties of the superconducting strands in high fields. In order 

to standardize critical current density (JC) measurements, ITER 

has specified a barrel for V-I transport measurements. This 

approach means one can compare data from different 

laboratories without explicitly considering self-fields and has 

led to experimental uncertainty in JC between different 

institutions to be as low as 2 - 3 % [1],[2]. However to optimize 

our use of superconducting strands, we need to quantify the role 

of self-field in these measurements given that some work in the 

literature suggests the self-field corrections can be as large as 

6 % [3],[4]. 

When a transport current flows in a superconducting strand, 

a self-field is produced that adds to the applied field to produce 

a net field that varies in magnitude and direction throughout the 

strand [5]. In this work, we only consider high field  transport 

measurements where the applied field is much larger than the 

self-field, the critical current densities are low and the self-field 

is often ignored [6]-[8]. We have measured the critical current 

density  of  an  ITER  Nb-Ti  strand  as  a function  of field and  
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TABLE I:  

NB-TI STRAND CHARACTERISTICS FOR ITER COILS PF1 AND PF6 

 

Diameter of strand 0.730 ±0.005 mm 

Inter annulus radius 0.130  mm 

Outer annulus radius 0.310 mm 

Filament diameter 6.8 ±0.2  μm 

Cu : SC ratio Range: 1.55 to 1.75  

Critical current (4.22 K, 6.4 T) >306 A 

Twist pitch of filaments 15 ± 2 mm 

n-value (4.22 K, peak field) >20  

 

 

temperature with the current flowing both clockwise and 

anticlockwise in the helix. These different current polarities are 

specified in this paper as either inward or outward Lorentz force 

polarities following standard notation [3], [9]-[11]. We use 

these data to investigate self-field effects and compare them 

with both computational and analytic approaches [9].  

II. EXPERIMENTAL DETAILS 

A. Strand and Barrel   

 

A 1.6 m long strand of Nb-Ti for ITER Poloidal Field 

conductor was measured. The strand characteristics are listed in 

Table I. The nickel plating along ~ 200 mm length of the strand 

was removed from both ends using fine grit emery paper before 

being wound onto a Ti-6Al-4V ITER barrel with 1 kg of tension 

[12]; this ensures proper strand location within the barrel 

groove. These barrels have helical grooves, which enable 

measurements in homogenous magnetic fields with voltage tap 

lengths of 500 mm. The strand was temporarily fixed to the 

barrel using socket screws to enable the nickel-free ends to be 

soldered to the copper end rings, after which the screws were 

removed. The solder provides good electrical and mechanical 

connection to the barrel. The helical sample has a major radius 

of 15.83 mm and the separation of turns was 3.18 mm. 
 

B. Probe Design 

The strand was measured using a custom-built probe as 

shown in Fig. 1. The strand, heaters and thermometers were 

surrounded by superinsulation and located in an insulated cup. 

This variable-temperature environment produced good gas 

stability around the strand and reduced the heat-leak from the 

strand region. Three independently controlled flexible Kapton® 

heaters and three Cernox TM thermometers were employed to 

control the temperature profile within the cup. 

T 
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The thermometers were mounted to the barrel in dedicated 

grooves. Each thermometer was also thermally connected to the 

nearest portion of the sample using a small copper link and 

thermal grease. The CernoxTM thermometers were calibrated in 

zero-field commercially, and then as a function of magnetic 

field in-house. One thermometer was centrally positioned 

within the voltage tap region and the other two were mounted 

on either side of the voltage taps. Using standard PID feedback 

loops, three Lakeshore temperature controllers were used to 

control and maintain the temperature during the JC 

measurements at temperatures above 4.2 K.  

The current leads consisted of brass bars with high-

temperature superconductor soldered to them in parallel. The 

cross-sectional area of the current leads was optimized to 

minimize the heat leak into the helium bath [13]. 

 

C. Measurement Procedure 

 

Measurements at 4.2 K were completed in a liquid helium 

bath at atmospheric pressure. To ensure the pressure of the 

helium remained close to atmospheric pressure, bubblers were 

used. A temperature correction associated with the liquid 

helium bath temperature being different to 4.2 K was then 

applied [1]. For the measurements made below 4.2 K, standard 

vapour-pressure thermometry was employed. The repeatability 

of the IC measurements at 4.2 K is typically better than 0.1 % 

and the noise in the measurements was a few nanovolts – 

primarily due to the Johnson noise from the room temperature 

section of the voltage leads.  

For the measurements conducted above 4.2 K, the sample is 

in gas and the temperature controllers, heaters, and 

thermometers were used in closed-cycle loops to keep the 

temperature of the sample constant. At these higher 

temperatures, the temperature stability is the dominant source 

of noise. 

Voltage–current (V–I) measurements were made in fields up 

to 8 T, using a superconducting magnet in Durham, as shown 

in Figs. 2 and 3.  The current was ramped to IC over 120 s for 

all V-I measurements. Inward and outward Lorentz force 

polarities were measured by reversing the current direction as 

shown in Fig. 2.  JC were obtained at an electric field criterion  

 
 

 
(EC) of 10 𝜇Vm−1, and are shown in Fig. 3. The index of 

transition n is defined using the non-linear equation 

  

 𝐸 = E𝐶 |(
𝐽

𝐽𝐶
)
𝑛

| (1) 

 

and was calculated over the range between 10 and 100 𝜇Vm−1 . 

The index of transition data are shown in Fig. 4. 

 

D. Reproducibility of Results 

A second Nb-Ti strand was also measured at 4.2 K (not 

reported in detail here) in both Lorentz force polarities. The 

difference in the absolute values of IC as function of field 

between the two strands at 5 T was less than 2 % and the 

differences between the two Lorentz force polarities for the 

second strand was again about 1%, similar to that observed for 

the first strand. We also investigated the effect of repeated 

measurements in both Lorentz force polarities and found no 

degradation in JC.  

 

 
 

 
 

Fig. 1.  Bottom end of Durham’s bespoke variable temperature ITER barrel 
probe showing, a cross-section of the temperature cup with barrel and the 

location of the three thermometers. 
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Fig. 2. Log-log plot of electric field versus current density at 3.5 K of a Nb-

Ti strand measured for the two polarities of the force - inward Lorentz force 
(filled symbols) and outward Lorentz force (open symbols). The difference in 

JC between the two orientations is typically 1% in the field range 4.0 to 8.0T. 
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Fig. 3. IC(B,T) of Nb-Ti strand for the two polarities of the force on the strand 

- inward Lorentz force (filled symbols) outward Lorentz force (open symbols). 
The dashed lines are a fit to all the data (both force polarities). 
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TABLE II:  

FIT PARAMETERS OF A NB-TI STRAND FOR BOTH  LORENTZ 
FORCE POLARITIES 

Tc0 

(K) 

Bc20 

(T) 

C0  

(A. T) 

α β γ ν σ 

(%) 

9.049 14.329 14054 0.748 0.840 1.827 1.525 2.0 

 

III. PARAMETERISATION OF IC AND N-VALUE  

We parameterised the critical current (IC) data using a  

formula for a single pinning mechanism where [4] 

 

 𝐼𝐶 =
𝐶0

𝐵
𝑏𝛼(1 − 𝑏)𝛽(1 − 𝑡𝜈)𝛾 (2) 

 

where α, β, γ, ν and C0 are scaling parameters, t = T/TC, 

b = B/BC2 and the upper critical field, BC2 = BC2(0)(1-tν). The 

results of the fitting procedure [14], with seven free parameters, 

are shown in Fig. 3 and the fitting parameters are listed in Table 

II. We parameterized the relation between the n-value and IC 

using a modified power law of the form,  

 

 𝑛 − 1 = 𝑟(𝐼𝑐)
𝑠 (3) 

 

where r and s only weakly depend on temperature [15] as shown 

in Fig. 4.  

IV. SELF-FIELD OF TRANSPOSED FILAMENTS 

 

An exact calculation of a self-field value, that characterises 

the difference between the spatially varying net field that each 

part of the superconductor experiences and the applied field, is 

only possible if the details of the current flow within the strand 

are known. In technological multifilamentary conductors, 

important parameters include the degree to which the filaments 

are transposed as they pass through the strand, the electrical 

coupling between the filaments as well as JC and the index of 

transition, n. For straight wires, one can find some analytic  

 
 

solutions for the self-field of such complex materials.  However 

as one considers measurements on ITER barrels, with strands 

that have helical geometries, the calculations become extremely 

demanding.      

 

A. Fully transposed filaments – Peak BZ model  

 

An FEA model of the self-field (BSF) for strands of various 

radius on an ITER barrel has been reported for each of the two 

Lorentz force polarities  [3]. The self-field BSF is given by  

 

 𝐵𝑆𝐹/𝐼 = f𝑡𝑟 [
𝜇0

2𝜋𝑟
+ 𝛼] (4) 

   

where I is the current flowing that produces the self-field, r is 

the distance between the centre of the strand and the outermost 

superconducting filament and the constant α = - 9.0 × 10-5 for 

an inward Lorentz force and α =  + 1.5 × 10-4 for an outward 

Lorentz force. We have added the constant ftr, to characterise 

the degree to which the filaments are transposed and the finite 

n-value. It is a fractional number that is usually taken to be 

equal to unity in the literature (for fully transposed filaments). 

The model that leads to Eqn. (4) equates the peak field produced 

at the outermost filaments of a strand to the self-field. The first 

term in the square brackets of Eqn. (4) is associated with those 

regions of the strand where the peak field is parallel to the 

applied field. It is calculated for a straight wire and derived 

using Ampere’s law. The second term has its origin in the 

helical geometry of the ITER barrel. The model effectively 

assumes that the filaments are fully transposed when any small 

part of the outermost filaments becomes normal, all the 

filaments are partially normal and the entire strand reaches JC. 

It also assumes n is infinite so that when part of a filament 

reaches JC the electric field criterion is met for the whole strand. 

The filaments are insulated from each other so current does not 

redistribute. This model is widely used, because it provides a 

valuable conservative (maximum) estimate of the self-field. 

The field-independent values of BSF/I from Eqn. (4) are plotted 

in Fig. 5 where the radius of the outermost filaments is taken 

from Table I and ftr  = 1.  
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Fig. 4. Log-log plot of n -1 (where n is the index of transition) versus the 
critical current density for Nb-Ti at 10 μVm-1

 criterion. Inward Lorentz force 

(filled symbols) outward Lorentz force (open symbols). Data are shown at all 

values of field and temperature. 
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Fig. 5. The self-field correction as a function of applied field. The inward 

and outward Lorentz force calculations are shown for the fully transposed 

filaments’, partially transposed filaments where f𝑡𝑟 = 0.4 and a Comsol model 

for a solid annular block of filaments. Inward Lorentz force are open symbols 

and outward Lorentz force are closed symbols.  
 



RIDGEON et al. Self-field Effects on JC(B,T) Measurements of  Nb-Ti Strands in High Magnetic Fields 4 

B. Partially transposed filaments  

In practice, filaments are not fully transposed in any 

technological superconducting strand. During the commercial 

production of strands, while the strands are being drawn, they 

are also twisted which partially transposes the filaments and 

minimizes losses. This achieves an annular transposition of the 

filaments in the strands so that the twisted filaments remain at 

broadly a constant distance from the central axis of the strand. 

One can consider the transposed filaments in the strand to be 

transposed within nested cylinders.  Here we consider 

corrections to the self-field that follow from the filaments not 

being fully transposed, finite n, and the vector nature of 

magnetic field: 

Redistribution of current density - there is a magnetic field 

gradient across the strand from the self-field. In a straight wire, 

the self-field produced at the centre of the strand is zero. Hence 

the filaments at the centre of the strand, or close to the centre 

for a helix, carry a current density equal to that at the applied 

field rather than the applied field + self-field. In the limit that 

the self-field is small compared to the applied field and 

assuming the current profile is linear, the self-field is reduced 

from the peak-field value by a factor of 2/3. More sophisticated 

calculations that account for the non-linear field profile within 

the strand give a factor of ~ 0.6 [16]. 

    Finite n - when n is finite and J ≈ JC, one can expect a 

significant length of every filament to produce an electric field 

similar to EC. To account for the significant region of normal 

filaments, we assume that the index of transition is sufficiently 

low that to a first approximation we can consider the V–I 

characteristic to be linear near EC. We must also consider the 

vectorial nature of the net magnetic field and how it affects JC. 

We argue that in the ITER barrel geometry in superconducting 

materials such as Nb-Ti where flux pinning operates, it is the 

local magnitude of the net field that determines JC. Hence the 

increase in E-field from those parts of the strand that experience 

a self-field that adds in parallel to the applied field is almost 

completely negated by the E-field produced in those regions 

where the self-field opposes the applied field. In contrast, in 

those regions where the self-field is orthogonal to the applied 

field, the self-field contributes to the net field without being 

negated by those regions where the self-field has opposite 

polarity. If we again consider the limit that the self-field is 

small, the self-field is reduced from the value of the peak field 

by a factor of 2/π. 

    Hence we argue that for partial annular transposition of 

filaments, JC in the strand is not reduced by a (uniform) 

magnetic field equal to the peak self-field produced at the 

surface of the strand, as occurs for the fully transposed case.  

We suggest that the self-field can be better described using ftr ≈ 

0.6 × 2/π ≈ 0.4. In Fig. 5, the field-independent values of BSF/I 

from Eqn. (4) are plotted for partially transposed filaments 

where ftr = 0.4. 

 

C. FEA for a annular block of superconductor  

Finally we consider the most extreme case, where the integrity 

of the filaments has completely broken down and there is a solid  

 
annular block of superconductor [17]. Complete redistribution 

of current is possible within the annulus. We have implemented 

a three-dimensional finite element analysis (FEA) model using 

the H-formulation [18] in Comsol [19]. A 5-turn helical ITER 

barrel geometry was modelled. The annulus of superconductor 

had an internal radius of 0.130 mm and an outer radius of 0.310 

mm (see Table I). The resistivity of the superconductor was 

defined using the E-J characteristic defined in Eqn. (1) and the 

IC relationship by Eqn. (2). The non-superconducting modelling 

domain was characterised by a resistivity of 1 Ωm. The spatial 

distribution of the magnitude of the net magnetic field in the 

superconducting region is presented as a histogram of the 

probability density. Fig. 6 shows the probability density for the 

two Lorentz force polarities. There is a shift of the average to 

above and below the applied field and the peak field is 

consistent with Bordini’s work [3] given by Eqn. 4.  

To obtain these computational data, the current density was 

ramped up to the average value of JC measured experimentally 

at 5 T. The difference in the average of the field distribution 

(Fig. 6.) between the two polarities was 85 mT. This small 

difference in field is equivalent to an increase in JC of 0.8 % 

when the Lorentz force is inwards and a decrease in JC of 1.1% 

when the Lorentz force is outwards. Similar detailed data to 

those obtained at 5 T in Fig. 6 were obtained over the field range 

4 – 8 T for Fig. 5. At 5 T, the value of BSF/I was calculated as 

follows: (BSF/I)Outward = (50 mT)/(477 A) = 0.10 mT∙A-1 for the 

solid annular block of filaments data in Fig 5. 

V. DISCUSSION AND CONCLUSIONS 

The ITER barrel geometry is an accepted standard and self-

field correction terms have been widely applied to data in the 

literature [20]-[24]. Our high field measurements of the 

difference in IC for the two Lorentz force polarities can be 

compared to those predicted by Eqn. (4) which together with 

Eqn. (2) gives for ΔIC = ICIn - ICOut   

 

  𝛥𝐼𝐶/𝐼𝐶 ≈ f𝑡𝑟 (
𝜕𝐼𝐶

𝜕𝐵
)
𝐼𝑐

[−𝛼𝐼𝑛 + 𝛼𝑂𝑢𝑡], (5) 
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Fig. 6. Probability density function for the modulus of the net magnetic field 

for each of the two polarities of force on the strand - inward Lorentz force 
(dashed) and outward Lorentz force (solid). The distribution is calculated for 

the central turn of the strand in an applied field of 5 T. The difference from the 
applied field in the inward Lorentz force polarity is -35 mT and outward 

50 mT.  
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where (𝜕𝐼𝐶 𝜕𝐵⁄ )𝐼𝑐= 100 A∙T-1 is obtained from Eqn. (2). 

Eqn. (5) has helical geometry terms alone since to first order the 

straight wire contribution to ΔIC, is zero. Using the 

experimental result  ΔIC/IC ≈ 1 % at 5 T, Eqn. (5) gives ftr ≈ 0.42. 

This value is consistent with annular transposition of filaments 

discussed in Section IV and provides a prima facie case that the 

effect of self-fields in the Nb-Ti strand are significantly lower 

than predicted by the model for fully transposed strands. In 

particular, the self-field correction from Eqn. (4) for our 

measurements at 5 T should be ~ 100 mT, rather than the value 

of ~ 250 mT calculated for a fully transposed strand.  

    Extended measurements of JC with B and T in the literature 

have used a wide variety of different designs for barrels [20]. 

Future work will consider non-standard barrels with more 

realistic multifilamentary composite strands. 
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